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VERIFICATION DATE: NEXT AFC DATE :

Precia-Molen UK Ltd T: 0333 300 1855

Pitreavie Business Park F: 0333 300 1851

Dunfermline, Scotland, KY11 8UL E: service@preciamolen.co.uk

Registered in England No. 2174040 W: www.preciamolen.co.uk Approval Number 0126-59
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Dunkirk Way

Dunkirk, Cheshire

CH1 6LZ
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EU Weighbridge Verification Certificate. –  Issue: 16.1 Dated: 03/07/2018

Signature: …………........................................……………………………………                   Date: ………03/09/2018…………………………  

0.3e

The EU Weighbridge Verification Certificate complies with the requirements of NAWI directive 2014/31/EU and EN45501:2015. The tests are also 

carried out  in compliance with the UK Weighing Federation Code of Practice for Non Automatic Weighing Instruments. 
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